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[57] ABSTRACT 

An indicator for recording the load at which a fatigue 
specimen breaks during the last cycle of a fatigue test. A 
load cell is attached to the specimen which is alternately 
subjected to tension and compression loads. The output 
of the load cell which is proportional to the load on the 
specimen is applied to the input of a peak detector. Each 
time that the specimen is subjected to a compression 
load, means are provided for appyling a positive voltage 
to the reset of the peak detector to reset it. Hence, dur- 
ing the last cycle of the tension load the peak detector 
measures the maximum load on the specimen. Means 
are also provided for disconnecting the load cell from 
the peak detector when there is a failure in the speci- 
men. 

4 Claims, 1 Drawing Figure 
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FATIGUE FAILURE LOAD INDICATOR 
ORIGIN OF THE INVENTION 

The invention described herein was made by employ- 
ees of the United States Government and may be manu- 
factured and used by or for the Government for govern- 
mental purposes without the payment of any royalties 
thereon or therefor. 

BACKGROUND OF THE INVENTION 

During any fatigue test, loads of controlled magni- 
tudes are applied to a test specimen. The loads may all 
be the same or they may be of differing amplitudes. At 
some time during such a test, a fatigue crack will initiate 
in the specimen and subsequently grow. The larger the 
fatigue crack becomes the lower the residual strength of 
the specimen becomes. Finally, the residual strength 
will be less than that required to resist the current test 
load, and the specimen will break. The load that causes 
a specimen to break is generally less than the load con- 
trol device is attempting to apply to the specimen; but 
the exact value of the breaking load is unsown. 

In a material fatigue test the load usually recorded is 
the one which the test machine is attempting to apply to 
the specimen not the actual load at which failure occurs. 
Hence, this measurement is not the actual failure load. 
The actual failure load can be determined, but this re- 
quires an oscillograph or similar equipment to make 
continuous load recordings. However, measurements of 
this type are not practical because of the expense and 
volume of oscillograph or other recording paper. 

It is therefore the primary purpose of this invention to 
provide a simple and economical means for measuring 
the load on a test specimen at the instant failure occurs 
in the specimen. 

SUMMARY OF THE INVENTION 

A load cell is attached to the specimen under test 
such that the load cell produces a signal proportional to 
the load on the specimen. This signal is applied to a peak 
detector and is disconnected when the specimen fails. 
Thus, the load value contained in the detector is pro- 
tected The system consists of a conventional fatigue 
testing machine, a peak detector and a load cycling 
monitor. In operation, the output of the load cell is 
applied to the peak detector and a summing amplifier. 
This amplifier combines the load cell signal with the 
input load control signals to produce an alternating 
output in phase with load applied to the test specimen. 
This signal is fed to the load cycling monitor and to the 
reset terminal of the peak detector so that for each 
cycle, the peak detector monitors increasing loads and 
resets during decreasing loads. If the specimen breaks or 
the cyclic loading is interrupted, the load cycling moni- 
tor operates a relay that disconnects the peak detector 
from the load cell and summing amplifier. 

BRIEF DESCRIPTION OF THE DRAWING 

The sole FIGURE in this application is a block dia- 
gram of the preferred embodiment of the invention. 

DETAILED DESCRIPTION OF THE 
INVENTION 

Turning now to the embodiment of the invention 
selected for illustration in the drawing the number 11 
designates a conventional fatigue testing machine. Con- 
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nected to fatigue testing machine 11 is a fatigue failure 
load indicator 12 which constitutes this invention. 

The fatigue testing machine 11 which is disclosed in 
detail in U.S. Pat. No. 3,304,768 includes an input load 
S signal device 13 that applies programmed signals to a 
summing amplifier 14. The output from the summing 
amplifier 14 is applied to a servo valve 16 which con- 
trols the flow of a hydraulic fluid from a pump 15 to a 
hydraulic cylinder 17 thereby controlling the load ap- 
10 plied to a specimen 18. A load cell 19 attached to speci- 
men 18 produces a signal proportional to the load on the 
specimen. This signal is applied through an amplifier 20 
to summing amplifier 14 to subtract from the signal 
produced by the input load signal device 13 thereby 
15 producing a difference error signal at the output of 
amplifier 14. Hence, each time a different signal is ap- 
plied from input load signal device 13 to amplifier 14 the 
load is changed on specimen 18 until the signal at the 
output of summing amplifier 14 becomes zero. At that 
20 time a null detector included with the input load signal 
device 13 causes the device to apply a different signal to 
the summing amplifier 14. 

In the operation of fatigue testing machine 11 with 
fatigue failure load indicator 12 the input load signal 
25 device 13 is programmed to apply a tension load to the 
specimen 18 such that while the tension load is being 
applied the output of summing amplifier 14 is a negative 
dc signal. When the tension load signal is first applied to 
amplifier 14 the output of amplifier 14 is a large negative 
30 dc signal which decreases as the tension on specimen 18 
increases. At the moment the negative dc signal de- 
creases to zero, the null detector causes device 13 to 
apply a compression load signal or a lower level tension 
signal to amplifier 14. Consequently, the output of am- 
35 plifier 14 is a positive dc signal which decreases to zero. 
At that time another tension load signal is applied by 
input load signal device 13 to amplifier 14, etc. Thus, 
the output of amplifier 14 is a series of dc signals alter- 
nating from positive to negative and in phase with the 
40 input load signals produced by device 13. The output of 
amplifier 14 is negative while a tension load is being 
applied to specimen 18 and is positive while a decreas- 
ing load is being applied to specimen 18. 

The fatigue failure load indicator 12 includes a relay 
45 21, a peak detector 22, a monitoring device 23, and a 
load cycling detector 24. The output of amplifier 20 
which is a dc signal proportional to the load on speci- 
men 18 is applied through a closed contact of relay 21 to 
peak detector 22. The output of summing amplifier 14 is 
50 applied through a closed contact of relay 21 to the reset 
input of peak detector 22 which resets each time a posi- 
tive dc voltage is applied to the peak detector. This 
signal is also applied to a load cycling detector 24 which 
controls relay 21. The output of peak detector 22 is a dc 
55 voltage that is equal to the maximum input applied to 
the peak detector after it has been reset. This output of 
peak detector 22 can be read out by a monitoring device 
23 which is a dc voltmeter. Load cycling detector 24 is 
a circuit that holds the contacts of relay 21 closed as 
60 long as an alternating voltage is being applied to it. 
Once the alternating voltage is terminated the load 
cycling detector 24 will no longer hold the contacts of 
relay 21 closed. Hence, the relay will open disconnect- 
ing the fatigue failure load indicator 12 from the fatigue 
65 testing machine 11. Load cycling detector 24 can sim- 
ply be a capacitor with a bleeding circuit connected to 
it whereby the capacitor remains charged and holds the 
relay closed while it is receiving an alternating voltage. 



